Abstract-Assessment of black tea quality is a difficult task due to the presence of a large number of chemical compounds. The present day practice in the tea industry for this purpose is to employ the tea-tasters, who evaluate the quality based on their experience and professional acumen. There is a dire need in the industry to assess the tea quality objectively using instrumental methods. In this pursuit, an electronic nose instrument with five gas sensors has been developed and deployed for declaring tea-taster like scores. It has been observed that pre-processing of gas sensor data improves the classification accuracy and in this paper, a comparative study of different normalization techniques is presented for black tea application using electronic nose. Index terms: black tea, electronic nose, gas sensor; normalization technique, principal component analysis, back-propagation multilayer perceptron (BP-MLP).
I. INTRODUCTION
Among all the beverages consumed worldwide, tea is a very popular one and used by all strata of people. But because of the requirement of appropriate climatic conditions, tea plants are available only in a few countries in the world. There are different varieties of tea -green tea, black tea, Oolong tea etc. and out of these, black tea is the most common beverage. For measurement of tea quality, unfortunately no instrumental methods are deployed on regular basis in the industry and the age-old method of employing professional tea tasters are still being practiced. These tasters, based on their experience and judgment, assess the quality of tea and the pricing of tea is made accordingly. The tea-tasters give a mark in the range of 1 to 10 each for leaf quality, infusion and liquor of the sample [1] . This method is purely subjective and error-prone. Sometimes, the perception of tea quality, even with the same sample, varies from one taster to another and thus creates a lot of confusion. Thus there is a demand in the industry to have low-cost, portable solutions for quality evaluation of black tea. In this regard, electronic nose has been demonstrated to be an appropriate candidate [2] for the same.
An electronic nose is an instrument, which comprises of a sensor array, a suitable odour delivery system, data acquisition and processing module and a pattern classifier. The block diagram is shown in figure 1 . When a sample containing volatile organic compounds is presented to the sensor array through the odour handling mechanism, a signature is generated by the sensor array which is characteristic of its odour and the pattern classifier deciphers the signature. The pattern classification algorithms and data processing techniques are critical components in an electronic nose and are responsible for the implementation and successful commercialization of electronic nose systems. For a particular application, the pattern classifier is first trained with a database of known samples and then this trained classifier is used to predict the response for an unknown sample. Good performance of pattern classifier is an essential requirement for a useful electronic nose instrument. Associated with the classifier, the normalization techniques are equally important and proper choice of the normalization technique may enhance the performance of the pattern recognition algorithm and the overall electronic nose system as well. Some of the interesting studies on data preprocessing and normalization have been presented in [3] , [4] . In our study, an electronic nose set-up has been developed with five tin-oxide sensors from FIGARO, Japan for black tea quality evaluation. A variety of tea samples are collected from different tea gardens in India and each of these samples is subjected to the electronic nose instrument and an experienced tea-taster as well. Then several standard normalization techniques have Table 1 shows a sample of tasters' mark evaluation sheet for black tea samples from different gardens. While leaf quality and infusion scores are based on visual inspection of the samples by the tasters, the marks given against "liquor" is the combined perception of aroma and flavour of the sample. The scores assigned to liquor, therefore, have been considered by us for training the neural network model.
III. DATA ANALYSIS
In the present electronic nose based study on black tea, each sniffing cycle produces a huge matrix with five columns corresponding to five sensors in the array. Each row contains the response at various sampling instants. In the system developed by us, each sniffing cycle consists of headspace generation (30 seconds), sampling (100 seconds) and purging (100 seconds) operations. The sensor data was acquired by the computer during headspace generation and sampling cycles only in an automated sequence of operation. Clearly, the sensor outputs are at their baseline during the headspace generation and significant variation in sensor outputs are observed during the sampling cycle. Therefore, the data matrix stored in the computer in each sniffing cycle will consist of a mixture of both baseline as well as actual sensor responses as shown in figure 3 . 
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For each run, the maximum value vectors associated with each sniffing cycle are subtracted from base values and a separate matrix N is formed. While the number of columns of this matrix would be equal to the number of sensors in the sensor array, (which is 5 for our case) the number of rows will depend on the sample runs.
a. Normalization Techniques
Data collection is the initial step for data investigation. The gas sensors generate electrical signals when subjected to the odour molecules and the signals are converted to numeric data using analog-to-digital converters. These data are then used for computation and finally for classification. This procedure often causes the difficulty in the classification problem as the original signal may be distorted due to the characteristics and limitations of the transducer. In the context of electronic nose, the signals, usually considered, are the maximum of the sensors responses, and these are the raw or non-normalized data. Prior to classification using a suitable pattern recognition algorithm, these raw data are normalized [5] . An appropriate normalization technique may improve the pattern classification system in an electronic nose, but there are no general guidelines to determine the appropriate normalization technique. Table 2 shows several standard normalization techniques [6] [7] . The multi-dimensional data matrix formed out of the signatures from the multi-sensor array has been subjected to Principal Component Analysis (PCA) [9] . PCA plots obtained before preprocessing and after preprocessing with each of the normalization techniques are shown figures 4(a) to 4(h). It can be observed from the PCA plots that the formations of clusters for samples belonging to a particular taster mark are more distinct with normalized than data without normalization. with only one hidden layer with 8 nodes. Comparative results with the normalization techniques described above are presented in Table 3 . Figure 5 . Three-layer BP-MLP network
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When raw data set was tested using BP-MLP algorithm, the classification accuracy achieved was 60.25%. But on normalized data set, the classification accuracy improves. Results obtained for different normalization techniques using BP-MLP are shown in Table 3 . It is to be noted from this study that for classification of black tea using electronic nose based on BP-MLP algorithm, normalization technique of Range scale 2 gives the best classification rate, which is more than 93%. Hidden node = 8
Output node = 6
Epoch =1400
Learning rate for hidden layer = 0.5 learning rate for output layer = 0.1 60.825
V. CONCLUSION
In this study, our objective was to carry out a comparative study between different normalization techniques as applied for black tea aroma classification using electronic nose.
In total, eight normalization methods have been considered. The performance of each of the normalization techniques are assessed by the evaluation of the classification accuracy on electronic nose data for 194 black tea samples. The pattern classification algorithm used is BP-MLP. It is observed that the normalization techniques influence the results considerably and careful choice of the appropriate method is very important. Moreover, as there are no general guidelines for the selection of the most suitable method of normalization, this can be done with the practical data only. All in all, it may be concluded that for an electronic nose to be a successful instrument for a particular application, choice of normalization technique is important and should be done with application-specific field data prior to its deployment in practice.
